Open technique for elective repair of iliac artery aneurysms can be safely performed with good outcomes but not inconsequential morbidity. An endovascular approach has been shown to have both periprocedural and postoperative advantages with equivalent outcomes. Endovascular repair of common iliac arteries (CIAs) without sacrificing the hypogastric artery using an iliac branch device is a complex endovascular technique requiring a proximal seal zone that may be absent in larger CIA aneurysms. We present two cases in which CIA aneurysms were repaired with a customized endovascular technique using the benefit of the aortic bifurcation for stability in addition to providing a long proximal seal zone with the AFX device (Endologix, Irvine, Calif) abdominal aortic aneurysm and common iliac artery (CIA) aneurysm is common; the incidence has been reported to be between 16% and 40%. [3] [4] [5] The use of an IBD has been shown to be an effective treatment option for iliac aneurysms, including for patients with challenging anatomies. 6 Complex aortic and iliac anatomy as graded by the anatomic severity grade has been shown to be associated with increased complications, resource utilization, and mortality. We and others think that appropriate preoperative planning in conjunction with a customized endovascular repair yields the best long-term results. 7, 8 The following cases highlight a novel approach to the endovascular repair of isolated CIA aneurysms. The patients have consented to publication of their cases, including all associated imaging.
Isolated iliac artery aneurysms are uncommon and represent <2% of all abdominal aneurysmal disease. Endovascular repair of iliac artery aneurysms has demonstrated advantages over open repair, and use of an iliac branch device (IBD) is well described.
1,2 Concomitant abdominal aortic aneurysm and common iliac artery (CIA) aneurysm is common; the incidence has been reported to be between 16% and 40%. [3] [4] [5] The use of an IBD has been shown to be an effective treatment option for iliac aneurysms, including for patients with challenging anatomies. 6 Complex aortic and iliac anatomy as graded by the anatomic severity grade has been shown to be associated with increased complications, resource utilization, and mortality. We and others think that appropriate preoperative planning in conjunction with a customized endovascular repair yields the best long-term results. 7, 8 The following cases highlight a novel approach to the endovascular repair of isolated CIA aneurysms. The patients have consented to publication of their cases, including all associated imaging.
CASE REPORT for planned endovascular repair. As there was no proximal landing zone to perform an isolated CIA aneurysm repair, the planned repair was to use the AFX device to sit on the aortic bifurcation and to use the right limb of the aortobi-iliac device to land an IBD to exclude the right CIA aneurysm and to preserve flow in the right hypogastric artery.
The patient was taken to the operating room, and both CFAs were accessed percutaneously with a micropuncture needle upsized to a 6F sheath over a 0.035-inch wire. Two ProGlide sutures were placed in preclose fashion, followed by upsizing to an 11F sheath bilaterally. The patient was heparinized, and aortography was performed. As the patient was on dialysis and had a prior nephrectomy, position of the renal arteries was inconsequential. Positioning of the AFX2 device was performed as described in the previous case with full deployment in the infrarenal aorta, with limbs of the device extending into both CIAs. An 18F sheath was then placed in the right CFA and a 12F sheath into the left CFA. The IBE device was loaded onto the 18F sheath over a stiff wire on the right, and a Glidewire (Terumo Interventional Systems, Somerset, NJ) was snared from the left over the aortic bifurcation and brought out through the right (Fig 4, A) . The IBE device was advanced over a stiff wire until it was flush with the right limb of the AFX device. The sheath was withdrawn until the IBE device opened and the internal iliac limb was sitting just above the origin of the native internal iliac artery on the right. The 12F sheath was maneuvered over the aortic bifurcation into the right CIA. A Kumpe catheter (AngioDynamics, Latham, NY) was advanced over a buddy wire through the 12F sheath, and angiography was performed to identify the origin of the internal iliac artery. After the anatomy was delineated, the Glidewire was advanced into the internal iliac artery and exchanged for a Rosen wire. Angiography was performed to identify the distal landing zone of the internal iliac artery, and two 14.5-mm Â 7-cm-long Gore endoprostheses were deployed in an overlapping fashion (Fig 4, B) . The section of the iliac branch in the external iliac artery was then fully deployed, and balloon angioplasty of the junctions as well as of the landing zones proximally and distally and the overlap of the two endoprostheses within the internal iliac artery was performed. Completion angiography demonstrated an excellent result, with total exclusion of the right CIA aneurysm with flow preserved in both internal and external iliac arteries (Fig 4, C) . All wires and sheaths were removed without complication. The patient had palpable dorsalis pedis and posterior tibial pulses at the conclusion of the case; he was monitored overnight and discharged home on postoperative day 1. The patient remans well, with no evidence of endoleak on 
DISCUSSION
Compared with open repair, endovascular repair of iliac artery aneurysms results in decreased length of stay, lower blood transfusion requirement, and similar intermediate-term outcomes. 9 More recently, IBDs to treat CIA aneurysms have been shown to have good long-term results as demonstrated by Parlani et al. 10 In their series, endovascular repair of a CIA aneurysm with an IBD had a patency of >90% and freedom from reintervention >80% after 5 years. This was associated with a <5% risk of endoleak or buttock claudication. In a separate study by Donas et al, 11 the investigators were able to demonstrate a <2% reintervention rate of 575 patients treated with IBDs for isolated iliac aneurysms or aortoiliac aneurysms involving the iliac bifurcation. In both cases, there was no proximal landing zone for an adequate seal to prevent endoleak or to prevent encroachment of the IBD graft on the aortic bifurcation. Well-established criteria require at least 15 mm of proximal nonaneurysmal iliac artery to prevent a complication of endoleak and to ensure a durable repair. 12, 13 The
Endologix AFX graft device is a unibody design that preserves the native bifurcation of the aorta and allows an adequate proximal landing zone for iliac artery aneurysm endovascular repair. The iliac component of the AFX device is 40 mm in length and 20 mm in diameter, which provides ideal dimensions for obtaining a long seal zone between itself and the IBE device, which measures 23 mm in diameter. The long seal zone between the two grafts may provide a more stable repair in the long term, which may offset the increased cost of this technique in the short term; however, we recognize that longer follow-up is required to establish this hypothesis. The exoskeleton on the Gore device and the endoskeleton of the Endologix device are in apposition in this repair. This may be a matter of some concern, but we have not observed any adverse outcomes in intermediate-term follow-up. A unibody aortic bifurcated stent graft has shown excellent results in the treatment of isolated abdominal aortic dissection in a recent publication. 14 The ability of this stent graft to exclude fenestrations in an aorta with a narrow proximal landing zone and aortic bifurcation to obtain a secure and stable repair has been demonstrated. This stent graft has the fabric on the outside, similar to the Endologix device. The uniform diameter of the main body and the support obtained from sitting on the aortic bifurcation may play a role in the success of this device in the clinical scenario described before. Whereas this technique may not be conventional, we think that in the appropriately selected patient, the AFX device offers significant advantages in the treatment of iliac artery aneurysms. Aside from the increased stability and decreased incidence of type II endoleaks, the AFX device is the only graft that does not contain nitinol on the outside, and therefore there is no constant outward force leading to neck and sac expansion. Furthermore, the seal zone is increased as a result of the DuraPly abutting the wall of the aorta on average 5 mm beyond the seal zone. 15 In addition, the ease of secondary intervention is improved with the AFX device, allowing up-and-over intervention that is not possible with any other endograft. These were some of the reasons that went into our decision-making in formulating a treatment plan. It was previously thought that preserving the hypogastric artery could be possible only for aneurysmal involvement of the proximal CIA with an adequate landing zone proximal to the origin of the hypogastric artery. 16 With the advent of IBE devices, there are more endovascular options for hypogastric salvage. We think that preservation of at least one hypogastric artery is important to reduce symptoms of buttock claudication, impotence, and paraplegia. This was especially true in case 1, in which preservation of the hypogastric artery was essential in a patient with previous TEVAR for maximum spinal cord perfusion. The benefits of hypogastric artery preservation using a side branch endograft vs hypogastric exclusion have been previously well described. 17 
CONCLUSIONS
There are ongoing improvements in the endovascular repair of CIA aneurysms that have been made possible by improvements in technology and endovascular techniques. Preoperative imaging provides a roadmap for customization of endovascular grafts for safe exclusion of the aneurysmal sac with preservation of the hypogastric artery, which will only improve patients' outcomes and limit postoperative complications. We believe that pairing of the AFX endograft with the IBE device provides a stable repair by providing a long proximal neck that is rarely available in patients with large CIA aneurysms. We recommend this technique in such a patient.
